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1. GENERAL INFORMATION 

1.1. Introduction 

This manual describes the theory of operation, frequently used features, safety 
considerations, specifications, and maintenance for the AeroNOx 2.0 nitric oxide (NO) 
delivery system.  Each AeroNOx 2.0 provides the basic equipment required for NO 
delivery and accessories are available to accommodate specific installations. 

The AeroNOx 2.0 system includes an integrated nitric oxide gas delivery system and 
nitric oxide (NO), nitrogen dioxide (NO2), and oxygen (O2) analyzer.  The AeroNOx 2.0 
is a stand-alone, lightweight, portable unit designed to continuously monitor NO, NO2, 
and O2 concentrations in a breathing circuit. 

The AeroNOx 2.0 system is specifically designed for the delivery and monitoring of 
gaseous nitric oxide (NO) in parts per million (ppm) concentrations. 

The AeroNOx 2.0 is designed for use within a hospital or during patient transfer via 
rescue vehicle, fixed wing aircraft, or helicopter. 

1.2. Intended Use 

The AeroNOx 2.0 is intended to provide a constant controlled concentration of nitric 
oxide in breathing gas by delivering a constant controlled flow of nitric oxide into the 
inspiratory limb of a mechanical ventilator that operates using a continuous constant flow 
of fresh gas into the inspiratory limb of the ventilator.  The AeroNOx 2.0 is also 
intended to be used with a flow inflating manual ventilator (an AeroNOx 2.0 accessory), 
by introducing controlled flows of nitric oxide into the fresh gas flow to the manual 
ventilator.  It is also intended to monitor nitric oxide, nitrogen dioxide, and oxygen 
concentrations in the breathing gas. 

The AeroNOx 2.0 is intended to be used within a hospital or during air or ground 
transport outside the hospital. 

1.3. Medical Indication 

Nitric oxide therapy is intended to treat late pre-term neonates ( 34 weeks gestation,  
< 14 days of age) diagnosed with Persistent Pulmonary Hypertension of the Newborn 
(PPHN) described as: 

a. A failure to achieve transition to air breathing due to a lung parenchymal disease 
such as meconium aspiration syndrome, pneumonia, or infant respiratory distress 

b. Idiopathic PPHN in which the lung parenchyma is normal but the pulmonary 
vasculature has been remodeled 

c. Documentation of pulmonary hypertension by a pediatric cardiologist 

1.4. Contraindication 

The only contraindication for inhaled nitric oxide therapy is neonates dependent on right-
to-left shunting of blood.  Always refer to the inhaled Nitric Oxide Gas prescribing 
information sheet. 
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The AeroNOx 2.0 must be used in accordance with indications, usage, contraindications, warnings, 
and cautions described in this manual. 
 
The use of devices which radiate high intensity electrical fields may affect the operation of the 
AeroNOx 2.0.  Constant assessment of the patient and all life support equipment is mandatory 
whenever interfering devices are operating on or near patient. 
 
When using the AeroNOx 2.0 adjacent to or stacked with other equipment, observe the operation of 
the AeroNOx 2.0 and the other equipment to ensure normal operation. 
 
Portable RF communications equipment (including peripherals such as antenna cables and external 
antennas) should be used no closer than 30 cm to any part of the AeroNOx 2.0 and associated 
cables.  Otherwise, degradation of the performance of this equipment could occur. 
 
Do not use the AeroNOx 2.0 with helium/oxygen mixtures.  The AeroNOx 2.0 is only intended to 
deliver NO in conjunction with oxygen/air mixtures. 
 
Anytime a new NO gas cylinder and regulator is used, the user must purge to prevent inadvertent 
delivery of NO2 to the patient. 
 
If the AeroNOx 2.0 is not going to be used within 10 minutes, depressurize the regulator supply line. 
 
If the AeroNOx 2.0 is pressurized and not used within 10 minutes, repeat the purge procedure. 
 
If the AeroNOx 2.0 is not depressurized and not used within 12 hours, repeat the pre-use procedure. 
 
A backup NO delivery system must always be available in the event the primary system should fail. 
 
Set AeroNOx 2.0 alarm thresholds for the current patient conditions to monitor any inadvertent 
changes in treatment.  For alarm information, see Section 4., ALARMS. 
 
Be certain all lines and cables are organized to prevent damage or occlusion. 
 
Use only parts, accessories, transducers, and cables designated by International Biomedical for use 
with the AeroNOx 2.0.  Cables and accessories other than those supplied by International 
Biomedical may result in unacceptable operation of the AeroNOx 2.0 and will void the equipment 
warranty. 
 
The AeroNOx 2.0 samples gas at a rate of 220 mL/min; this can affect the sensitivity of flow triggered 
synchronized breath of some ventilators.  The trigger sensitivity, if equipped, should be checked after 
connecting AeroNOx 2.0 to the breathing circuit. 
 
Do not change NO, NO2, or O2 sensors while in use. 
 
Do not attempt to maintain, diagnose, or repair the AeroNOx 2.0 while delivering NO to a patient. 
 
No modification of the AeroNOx 2.0 is allowed. 
 
Improper sensor or battery replacement will result in a non-functional or inaccurate device. 
 
Sample/Delivery accessories are single patient use only.  DO NOT re-use. 
 



 

Par

Im
sh
 
Pe
ex
me
 
Ov
to 
 
Th
se
 

 
Ca
or 
ap
 
W
no
se
 
Co
pa
be
 
W
de
IN
 
Do
Th
 
Do
ex
 
Do
be
 
Th
en
 
Th
 
Th
IN
 
Th
us

rt No.  715-008

mproper mai
hould be pe

erform cylin
xposure to n
edical gas c

verexposur
the operato

he IP33 rati
ealed. 

aution:  U. S
other licen

pplicable res

hen using t
ot actively b
econds befo

oncentration
atients to NO
e flushed fo

hen using t
elivered gas
Ostat Bagg

o not use A
he generatio

o not alter t
xcessive lev

o not substi
een designe

he AeroNOx
ndotracheal

he AeroNOx

he INOstat 
Ostat Kit is

he back-up 
sed only wit

86, Rev. C 

intenance o
rformed by 

nder connec
nitric oxide 
cylinders. 

e to NO or 
or. 

ng applies 

S. Federal a
sed medica
strictions. 

the AeroNO
bagging pat
ore and afte

ns of NO2 i
O2 in the re
r 20 second

the AeroNO
s concentra
ger are des

AeroNOx 2.0
on of NO2 i

he length o
vels of NO2

itute AeroN
ed and teste

x 2.0 Bag
 tube.  Do n

x 2.0 Bag

Kit is intend
s not intend

delivery reg
th the INOs

or replacem
qualified s

ction and pu
or nitrogen

NO2 can le

when the A

and Canad
al practition

Ox 2.0 Ba
ient, turn N

er use to co

n the reserv
eservoir bag
ds. 

Ox 2.0 Ba
ation includi
igned for sh

0 Bagger 
ncreases ra

of the INOst
. 

NOx 2.0 B
ed for patie

gger and IN
not insert a

gger and IN

ded for use 
ed as a prim

gulator in th
stat Bagger.

ment of sens
ervice pers

urge proced
 dioxide ga

ead to physi

AeroNOx 2.

ian law res
ner.  Outsid

gger or INO
NO flow off t
ompletely re

voir bag ma
g.  If any int

gger or INO
ng NO2 is p
hort term us

or INOstat 
apidly abov

tat Bagger 

agger or IN
ent safety w

Ostat Bagg
any addition

Ostat Bagg

if the prima
mary NO de

he INOstat 
.  Do not us

- 6 - 

sors may p
sonnel per t

dures in we
as.  Follow y

iological eff

0 is on ba

stricts this d
e Canada a

Ostat Bagge
to prevent f
emove NO a

ay exceed 
terruption o

Ostat Bagge
possible.  T
se only. 

Bagger to 
ve this conc

gas supply

NOstat Bagg
with the com

ger are inte
nal tubing b

ger are sing

ary NO deli
elivery dev

Kit is prese
se this regu

pose a safet
the instruct

ell-ventilate
your facility

fects such a

attery powe

device to sa
and the U. 

er, oxygen 
formation o
and NO2. 

1 ppm.  Lar
occurs durin

er, short du
Therefore, t

deliver con
centration. 

y tubing as t

ger compon
mponents in

nded to con
etween the

gle patient u

ivery device
ice. 

et with a 0.2
ulator for an

ty risk to th
ions. 

d areas to 
y’s safety pr

as hypoxia 

er with the D

ale by or on
S., check w

and NO m
of NO2.  Flus

rge tidal vo
ng patient b

uration, rap
he AeroNO

ncentration 

this may ca

nents.  The
ncluded. 

nnect direc
e Bagger an

use.  Do no

e (AeroNOx

25 L/min flo
ny other app

e patient.  M

prevent ina
rocedures f

which are 

DC Input ja

 the order o
with local la

ix in the res
sh the bagg

olumes may
bagging, sy

id fluctuatio
Ox 2.0 Bag

in excess o

ause genera

e Bagger Sy

ctly to the pa
nd the endo

ot reprocess

x 2.0) fail

ow.  It is inte
plication. 

Maintenanc

advertent 
for handling

not appare

ack properly

 

of a physici
aws for 

servoir bag
ger for 20 

y expose 
ystem shoul

ons in 
gger and 

of 20 ppm. 

ation of 

ystems hav

atient’s 
otracheal tu

s. 

s.  The 

ended to be

 

ce 

g 

nt 

y 

an 

.  If 

ld 

ve 

ube. 

e 



 

 
Part No.  715-0086, Rev. C - 7 - 

Persons using the AeroNOx 2.0 should be trained and experienced in the use of this device to 
assure effective administration of NO, and to avoid injury to the patient or to others resulting from 
inhalation of excess NO, NO2, or other reaction products.  Not for use by patients. 
 
Persons using this device who may be particularly sensitive to nitric oxide or nitrogen dioxide, or who 
may be exposed to these gases for prolonged periods as a result of the use of this device, should be 
aware that the AeroNOx 2.0 does not scavenge the exhaust gas, and that this gas is vented from the 
underside of the AeroNOx 2.0, or through the side vent in the event that the bottom port is occluded.  
Ambient concentrations of nitric oxide or nitrogen dioxide expected to result from the use of this device 
are less than 50 ppb. 
 
Only use International Biomedical approved batteries for AeroNOx 2.0. 
 
Even when the external power supply is not connected, the battery provides a bias charge to the NO, 
NO2, and O2 cells to keep sensors in a ready state.  The power drawn from biasing the sensors will 
deplete a new fully charged battery in approximately one week.  Because of this, it is recommended 
the external power supply of the AeroNOx 2.0 remain plugged in at all times to maintain battery 
charge. 
 
Disconnect the battery or leave charging when not in use for extended periods of time. 
 
Allowing the battery to fully discharge repeatedly will reduce the overall number of cycles in the life of 
the battery. 
 
Attempting to run the AeroNOx 2.0 for longer than five hours on battery only could result in an 
interruption of nitric oxide therapy. 
 
The specified power supply is defined as part of the ME Equipment.  Use only the International 
Biomedical approved universal power supply for AeroNOx 2.0. 
 
No other devices are known to cause potential interference with the AeroNOx 2.0.  If interference 
occurs, discontinue use of the AeroNOx 2.0 and use the INOstat Bagger. 
 
Never turn on the NO delivery gas without first turning on the ventilator or bagger flow.  Failure to do 
this will result in undiluted gas delivery entering the sampling chamber and exposing the sensors to 
levels of NO and /or NO2 which may damage the sensors. 
 
NO2 gas may have collected in the AeroNOx 2.0 delivery or ventilator circuit during setup.  Run 
ventilator and AeroNOx 2.0 on a test lung 30 seconds prior to patient connection to ensure analyzed 
levels of NO2 and NO are appropriate. 
 
Only use the NO Worries Sample line with filter and Nafion tubing when operating the AeroNOx 2.0.  
Failure to do so may result in the egress of moisture which can impair function as well as damage 
internal components. 
 
NO flow must be continually evaluated during nitric oxide administration to ensure accurate dosing. 
 
NO cannot be administered during the calibration process. 
 
Do not sterilize or disinfect with power connected. 
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Allow unit to dry thoroughly before use.  Immediate use after exposure to excessive cleaning agents 
such as Isopropyl Alcohol can affect sensor performance. 
 
Do not push on LCD display. 
 
The VESA 75 mount is required for mounting during transport. 
 
Should there be a sudden need to change therapy tanks; a second tank should always be purged and 
ready for immediate use.  Perform the purge procedure immediately upon installation of a new 
regulator. 
 
The flush procedure must be performed each time NO therapy is started.  This includes initial therapy 
starts, tank changes, and re-starting therapy after NO has been off. 
 
Powering the unit off will shut off the delivery gas flow.  Gas flow is terminated when the unit is 
powered off, whether intentionally, or during a complete loss of power. 
 
DO NOT exceed 2.00 LPM as displayed on the AeroNOx 2.0 flow display.  Displayed values in 
excess of 2.00 LPM are not accurate.  If the flow on the AeroNOx 2.0 flow meter is set at a value 
greater than 2.00 LPM, the delivered flow will be higher than the displayed flow value. 
 
The NO2 sensor may easily be damaged by inadvertent high levels of NO2.  Use Nitrogen or air to 
flush the system after high levels of NO (> 100 ppm) or NO2 (> 20 ppm) have been introduced to the 
sensor. 
 
Setting alarm limits to extreme values can render the alarm system useless. 
 
After storage at the extremes of the allowable temperature range, it is recommended that the AeroNOx 
2.0 be given at least an hour at room temperature before use. 
 
NOTES: 
 
The Low Cal does not require calibration gases. 
 
Connections to various ventilators are unique to each manufacturer as well as their corresponding 
disposable circuits. 
 
When AeroNOx 2.0 is connected to a ventilator and patient is breathing spontaneously, a slight 
change in NO ppm (< 10%) may be noted. 
 
When performing high range calibration, make sure to select the correct calibration gas and confirm 
expiration date before using. 
 
Never connect calibration circuit to a pressure source > 50 cm H2O; this could damage the sampling 
system. 
 
Protective cover not shown in many images throughout this manual should be used at all times to 
provide extra impact resistance if dropped. 
 
AeroNOx 2.0 is shipped with battery uninstalled.  Follow installation procedure in Section 7. 
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Do not mount or position the AeroNOx 2.0 such that the rear power connection, exhaust ports, or the 
NO inlet are blocked. 
 
The recommended storage temperature limits are within operational temperature limits to preserve 
sensor life.  No specific time to cool or warm from storage temperature extremes is indicated.  Before 
normal use, a pre-check must be performed to allow sensors to stabilize. 
 
Use the tethered rubber plug to seal the DC input jack from the environment when not in use. 
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1.9. Abbreviations 

 
ABBREVIATION DEFINITION 

AC Alternating Current 
CISPR International Special Committee on Radio Interference 

cm Centimeters 
DC Direct Current 

ESD Electrostatic Discharge 
FiO2 Fraction of Inspired Oxygen 
FSO Full Scale Output 

ft. Feet 
HFOV High Frequency Oscillatory Ventilation 

IB International Biomedical 
in Inches 

L/min Liters per Minute 
mA Milliamps 

mbar Millibars 
mL/min Milliliters per Minute 

mm Millimeters 
mmHg Millimeters of Mercury 

N2 Nitrogen Gas 
NO Nitric Oxide Gas 
NO2 Nitrogen Dioxide Gas 
O2 Oxygen Gas 
PM Preventative Maintenance 
ppb Parts per Billion 
ppm Parts per Million 
psi Pounds per Square Inch 
psig Pounds per Square Inch Gauge 

PTFE Polytetrafluoroethylene 
RH Relative Humidity 
RF Radio Frequency 
V Volts 

VESA Video Electronics Standards Association 
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1.11. Unpacking 

Verify that the shipping carton contains the following equipment. 

Component Part Number Quantity 

AeroNOx 2.0 731-0426 1 

AeroNOx 2.0 NO supply Hose, 6’ 738-1862 1 

Battery Assembly (SLA or LiFePO4) 888-0115 or 888-0013 1 

AeroNOx 2.0 Multilanguage Documentation CD 717-0004 1 

AeroNOx 2.0 Operator’s Manual 715-0086 1 

Delivery Regulator with CGA 626 Fitting 731-9142 2 

Power Supply Assembly, 9V, Locking, AeroNOx 2.0 738-1964 1 

Power Cord, NEMA 1-15P to IEC60320 C7, 6ft 738-1916 1 

AeroNOx 2.0 Service Manual 715-0088 1 

AeroNOx 2.0 Sample/Delivery Kit 738-1853 1 

AeroNOx 2.0 TXP HFV Sample/Delivery Kit 738-1854 1 

AeroNOx 2.0 Test Circuit 738-1889 1 

AeroNOx 2.0 Calibration Circuit* 738-1850 1 

AeroNOx 2.0 Transport Mount, Adapter Block 731-0330 1 

Power Cord, CEE 7/16 to C7, 2m, AeroNOx 2.0 738-1963 1 

*Calibration requires a calibration regulator.  An INOstat Backup Bagger kit is also required in 
the event of AeroNOx 2.0 failure during use.  If your hospital does not have each of these, 
they must be purchased as separate items shown below.  The same regulator may be used 
for NO and NO2, but a purge procedure must be completed each time it is attached to a new 
bottle of gas. 

 

 

 

 

1.12. Initial Setup 

a. Unpack the AeroNOx 2.0 and inspect for damage. 

b. Install battery as per Section 7., MAINTENANCE, “Battery Replacement”.  The 
AeroNOx 2.0 was shipped with an uninstalled battery for safety.  The SLA and 
LiFePO4 batteries are not interchangeable. 

c. Unpack 9 VDC power supply (P/N 738-1964) and Power Cord (P/N 738-1916 or 
738-1963).  Plug in AeroNOx 2.0 and charge for 48-72 hrs. 

d. Calibrate the AeroNOx 2.0.  (See Section 6., CALIBRATION.) 

e. Perform Section 2., PRE-USE CHECKOUT/ALARM VERIFICATION, before 
administering therapy to a patient. 

f. Install AeroNOx 2.0 per the appropriate situation described in Section 3., 
PATIENT OPERATIONS. 

Component Part Number Quantity 

Calibration Regulator with CGA 625 Fitting 731-9141 1 
INOstat Kit 731-9147 1 
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1.13. Purge Procedure 

Please follow purge instructions below to ensure gas purity.  Failure to follow these 
instructions may introduce potentially harmful contaminants into the patient’s breathing 
gas or may affect the monitoring analyzer’s accuracy by introduction of contaminants into 
the calibration gas. 

Any time a regulator is installed on a tank or cylinder of compressed gas, certain 
precautions must be followed.  This is to prevent contamination of the gas in the tank and 
in the system by air that is trapped in the dead space of the regulator, hose, and fittings.  
To eliminate the possibility of the oxygen in this air reacting with the nitric oxide to form 
nitrogen dioxide in the system, the regulator, hose, and fittings must be purged before 
use.  The valve on the tank must not be opened and left open until the regulator is 
purged.  The stainless steel hose must also be purged prior to connection to the 
AeroNOx 2.0. 

1.13.1. Purge Procedures for use with Medical Gas Regulators: 
a. Connect cylinder to a matching CGA 626 nitric oxide or nitrogen dioxide 

regulator only. 

b. Connect stainless steel hose to quick disconnect. 

c. Open, then immediately close the cylinder valve pressurizing the hose. 

d. Purge (bleed) all of the gas from the regulator and hose with the purge 
pin on the AeroNOx 2.0. 

e. Repeat steps c. and d. four more times for a total of five purge cycles. 

f. Leave the regulator installed until it is time to change to a new cylinder. 

g. Repeat the purge procedure any time a regulator is reattached. 

Although the dead space volume in the regulator and hose assembly is physically small, 
if it had been exposed to room air for a period of time it will contain sufficient oxygen to 
convert a significant amount of nitric oxide to nitrogen dioxide. 
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1.19. Environmental Effects 

The AeroNOx 2.0 NO, NO2, and O2 sensors are specified for use up to 12,000 ft., but 
above 10,000 ft. it is recommended that the external supply be unplugged to ensure 
electrical isolation.  The AeroNOx 2.0 will continue to operate on internal battery power 
for approximately 5 hours until it must be plugged in again to continue and recharge. 

1.19.1. NO and NO2 
These sensors are electrochemical cells with a signal governed by gas diffusion 
through a membrane.  Sudden pressure changes will increase the diffusion rate 
causing a bump in the signal for a few seconds until the pressure is equalized 
on both sides of the membrane.  Once equalized, diffusion once again becomes 
the dominant effect creating a signal.  Therefore the NO and NO2 sensors have 
a very low pressure dependence, but are subject to sudden pressure changes.  
For use in the AeroNOx 2.0 application, this is not a problem. 

1.19.2. Oxygen 
The sensor actually senses partial pressure of oxygen, not percentage.  
Therefore changes in barometric pressure change the reading, even if the 
percent of oxygen in the sample remains constant. 

Partial pressure of oxygen (PO2) equals the percent of oxygen (%O2) times () 
the pressure at which the sample is measured (mmHg-mercury): 

 
PO2 = (%O2) (mmHg) 

 

For example: 

At sea level, the pressure equals 760 mmHg and dry air contains 21% O2.  Therefore; 

 
PO2 = (21%) (760 mmHg) 

PO2 = 160 mmHg 
 

If the instrument is calibrated to read 21% at 160 mmHg partial pressure, and the 
instrument is then moved to an area above sea level where the atmospheric pressure is 
700 mmHg, a lower reading is found due to a lower partial pressure. 

 
PO2 = (21%) (700 mmHg) 

PO2 = 147 mmHg 
 

The percent reading on the instrument is derived by the following formula: 

 

X  
21% 147 mmHg

160 mmHg
19.3% 

 

Therefore, to eliminate error caused by pressure changes, the instrument must be 
calibrated at the pressure and flow rate at which it is to be used. 

 
Source:  Ohio Medical MiniOX 1A Operation Manual, P/N 806129 [Rev. 1] 09/2010 
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1.19.3. Flow Meter Display 
The flow meter is based on mass flow but volumetric flow is displayed based on 
standard atmospheric conditions.  Therefore at higher altitudes, the display will 
not change even though volumetric flow rate has increased. 

1.19.4. Other Environmental Conditions 
The EMS environment is an uncontrolled and changing environment that 
requires the operator to react to conditions not seen in a typical healthcare 
facility.  Rapid changes in temperature, pressure, lighting, vibration, noise, 
power, and cleanliness must be considered.  The AeroNOx 2.0 is designed to 
withstand these quickly changing conditions. 

 The LCD may wash out in direct bright sunlight but simply changing viewing 
angle will make the screen visible again.  Dust and lint may be wiped using 
standard cleaning procedures described in this manual. 

 While no known devices interfere directly with the AeroNOx 2.0, the user 
must recognize signs of a problem including erratic displayed sensor values.  
In the event of temporary interference, the device may alarm, then recover 
and continue to operate normally.  In other circumstances, the user must 
recognize a persistent problem and be ready to use the backup bagger. 

 Power is generally unreliable and noisy in an EMS environment, so the 
AeroNOx 2.0 internal battery automatically takes over when externally 
supplied power cuts out.  The user should recognize the change in power 
status and monitor the battery level as required to ensure safe transport. 

1.19.5. Degraded Performance 
As the device ages, the sensors, battery, or pump may change characteristics. 

 As the sensors near their end of life, their response to the sampled gas may 
decrease.  The high range calibration compensates for this condition until the 
response is no longer high enough to be valid.  At this point a calibration 
error will occur.  If wires break loose or connections corrode, the sensors will 
respond erratically causing an alarm condition or calibration error. 

 Despite the use of an inlet filter, the pump or sample circuit may eventually 
become partially clogged with contaminants or debris, reducing the sample 
flow rate.  The gas sensors will still measure accurately, but their response 
time may increase due to lower flow.  The yearly preventative maintenance 
cycle should identify any issues that need to be addressed. 

 The battery may not hold a complete charge or it may not last as long as a 
new battery, but the device will still work on external power as long as a 
battery with some capacity is present.  Allowing the battery to fully discharge 
repeatedly will reduce the overall number of cycles in the life of the battery. 

Therefore, it is important that the user performs the pre-use checkout 
procedures in this manual to ensure the device is calibrated and functioning 
properly before being used on a patient.  If the device cannot be calibrated 
properly, or if the sensors have been compromised, it must be serviced before 
use. 

  



 

Par

2. 

 

rt No.  715-008

PRE-U
Pre-us
to the 
O2 sou

D

Obtai

Conne
AeroN

po
recep
panel

ring.  A
indicat

is s
Ae

Turn th
on b
“ON

86, Rev. C 

USE CHEC
se procedur
patient.  Th

urce and a f

Description

n AeroNOx

ct power su
NOx 2.0.  
ower cord in
tacle on the
l and tighte
A green LE
tes external
supplied to 
eroNOx 2.0

he AeroNO
by pressing
N/OFF” but

KOUT/ALA
res consist 
his procedu
flow meter:

n 

x 2.0 

upply to 
Insert 

nto 
e back 
n lock 

ED light 
l power 
the 

0. 

Ox 2.0 
g the 
ton. 

ARM VERIF
of the follo

ure simulate
 

Step 

1 

2 

3 

- 25 - 

FICATION 
wing tests w

es a ventilat
which must
tor circuit w

Illu

t be done b
with constan

ustration 
 

 
 

 
 
 

 

before deliv
nt flow by u

 

 

vering NO g
using a 100

 

 

gas 
% 



 

Parrt No.  715-008

D

Self-
appea

“BAC
calibra

Press
“ZER

zero m
minute

NOTE
initial s

and a
Sec

comple
2.0 

b

Press 
“ZERO
compl

mes

Zero ca
req

gase
room %
“zero”

Ze

86, Rev. C 

Description

-test screen
r.  Press an
CK” button

ation mode 
appears. 

s soft key n
RO CAL” to 
mode.  Wait 

es until all v
stabilize. 

 
E:  If followi
setup instru
a calibratio

ction 6. was
eted, the Ae
does not ne

be re-zeroed

and hold s
O” again unt

etes and “D
ssage appe

 
alibration d
uire calibra
s.  Note am

%O2 concen
” is actually

ero Calibrat
Completed

n 

n will 
nd hold 
 until 
screen 

next to 
enter 
for 2-3 

values 

ing the 
uctions 
n per 

s just 
eroNOx 
eed to 
d. 

oft key 
til timer 
DONE” 
ears. 

oes not 
ation 
mbient 
ntration 
y 21%. 

ion 
. 

Step 

4 

5 

6 

7 

- 26 - 

Illuustration 
 

 

 

 

 

 
 
 

 

 

 

 

 

 



 

Parrt No.  715-008

D

Turn th
Off b

holdin
button

Asse
2.0

sh
follo

t

1. 10
2. Flo

of 
3. Ae

Ci
4. Ae
5. Ca

wi
qu

Conn
deliver
lines t

po
Ae

86, Rev. C 

Description

he AeroNO
by pressing
ng the “ON/
n for ~3 sec

emble Aero
 Test Circu
own using 

owing steps
these parts

 
00% O2 sou
ow meter c
10 L/min 

eroNOx 2.0
rcuit (738-1
eroNOx 2.0
alibrated NO
th regulato

uick disconn

ect Test Ci
ry line and s
to correspo

orts on front
eroNOx 2.0

n 

Ox 2.0 
g and 
/OFF” 
conds. 

oNOx 
uit as 
the 
 with 

s: 

urce 
capable 

0 Test 
1889) 
0 
O gas 
r and 
nect 

rcuit’s 
sample 
onding 
t of 

0. 

Step 

8 

9 

10 

- 27 - 

Illuustration 
 

 
 

 
 

 

 

 

 

 



 

Parrt No.  715-008

D

Close
and co

to ox
and 1

gas.  N

NOTE:
be a bo

but m
de

Obtai
gas cy

labels, 
ex

Obta
deli

Inspe
chips 

an
necess

86, Rev. C 

Description

e flow meter
onnect Test
xygen flow m
100% O2 so
No gas sho
flowing yet

 
:  The sour
ottle or wall
must be ab
liver 10 L/m

in and chec
ylinder for p
concentrat

xpiration da

ain high pres
ivery regula

ect for crack
on sealing 
nd replace 
sary.  See S

7. 

n 

r valve 
t Circuit 
meter 
ource 
ould be 
. 

rce may 
l outlet, 

ble to 
min. 

ck NO 
proper 
tion and 
ate. 

ssure 
ator.  
ks and 
nipple 
as 
Section 

Step 

11 

12 

13 

- 28 - 

Illuustration 
 

 
 

 
 

 

 

 

 

 



 

Parrt No.  715-008

D

Conn
cyli

Ins
conn

steel N
into th
fema

Open c

cou

Not

86, Rev. C 

Description

nect regula
nder and h

tighten. 

sert male qu
nect on stai
NO delivery
he correspo
le connecti
regulator. 

cylinder by 
valve fully 

unterclockw

te pressure
regulator. 

n 

tor to 
and 

uick 
nless 

y tubing 
onding 
on on 

rotating 

wise. 

e on 

Step 

14 

15 

16 

17 

- 29 - 

Illuustration 
 

 
 

 
 

 
 

 

 

 

 

 

 



 

Parrt No.  715-008

D

Turn
rota

Ob
pressu
if pres

psi (
signifi

mu
Che

conne
an

signific
th

Close 
al

Purg
stain

hose u
on t

AeroN
the

pres
purge 

86, Rev. C 

Description

n cylinder o
ating valve f
clockwise.

bserve cylin
re for 30 se
sure drop i
(7 bar), the
cant leakag
st be repair
eck for leak
ctions usin
d water.  If 

cant leak is
hen continu

the cylinde
ready close

ge regulator
nless NO su
sing the pu
the back of
NOx 2.0.  
e cylinder to
surize line,
for 5-10 se

n 

off by 
fully 
 

der 
econds, 
s >100 
re is 
ge that 
red.  

ks at 
g soap 
no 
 found, 
e. 

er if not 
ed. 

r and 
upply 
urge pin 
f the 
Open 

o re-
 then 

econds. 

Step 

18 

19 

20 

21 

- 30 - 

Illuustration 
 

 

 

 

 

 
 

 

 

 

 

 

 



 

Parrt No.  715-008

D

Make s
2.0

conne
NO 

NO/N

Open
and se
Test C

Rotate
fully c

Turn th
on b

“ON/O

86, Rev. C 

Description

sure the Ae
 is still off 
ect stainless
supply hos

N2 Gas Inlet
disconnect

 flow meter
et O2 flow th

Circuit to 10

e NO flow c
clockwise t

he AeroNO
by pressing

OFF” button
second. 

n 

eroNOx 
and 

s steel 
se to 
t quick 
. 

r valve 
hrough 
 L/min. 

control 
o Off. 

Ox 2.0 
g the 
n for ~1 

Step 

22 

23 

24 

25 

- 31 - 

Illuustration 
 

 
 

 
 

 
 

 

 

 

 

 

 



 

Parrt No.  715-008

D

Self-
again a
the ma

va
previ
show

sh

Rotate
counte

NO 

Allow v
for at le

com
acc

If mon
outsid
range

(Se

Press
Alarm

86, Rev. C 

Description

-test screen
appear follo
ain screen. 
alues obtain
iously shou
wn.  NO (L/
hould be ze

e NO flow c
er-clockwis
flow reads 

L/min. 

values to st
east 1 minu

mpare value
ceptable ran

 
nitored valu
de the acce
e, do a High
ee Section 

s “Set High
m” control so

n 

n will 
owed by 
 “Zero” 

ned 
uld be 
/min) 
ro. 

control 
se until 
0.25 

tabilize 
ute then 
es to 
nge. 

es are 
ptable 
h Cal.  
6.) 

h/Low 
oft key. 

Step 

26 

27 

28 

29 

- 32 - 

Illu

ACCEPT
NO   
NO2 
%O2

ustration 
 

 
 

 
 

TABLE RAN
15-25 ppm
  <1.5 ppm
2   95 5% 

 

 

 

NGE: 
m 
m 

 

 

 



 

Parrt No.  715-008

D

Press 
NO 

beco

Set NO
2 ppm

NO
“UP/DO

Alarm

Set NO
ppm us
soft ke

Press 
contr

Low ala

86, Rev. C 

Description

“NO” contr
High alarm
mes highlig

O High alar
m below disp
O value usi
OWN” arrow
m should so

O High alarm
sing “UP AR
ey.  Alarm s

stop. 

“Set Low A
rol soft key
arm limit be
highlighted

n 

rol key.  
 limit 

ghted. 

m level 
played 
ng 
w keys.  
ound. 

m to 40 
RROW” 
should 

Alarm” 
.  NO 
ecomes 
. 

Step 

30 

31 

32 

33 

- 33 - 

Illuustration 
 

 
 

 
 

 
 

 

 

 

 

 

 



 

Parrt No.  715-008

D

Set NO
2 ppm

NO
“UP/DO

Alarm

Set NO
ppm u

arro
s

Pre

Pres
%O2 
beco

86, Rev. C 

Description

O Low alarm
m above dis
O value usi
OWN” arrow
m should so

O Low alar
using “UP/D
ow keys.  A
should stop

ess back bu
control key

ss “O2” soft 
High alarm
mes highlig

n 

m level 
played 
ng 
w keys.  
ound. 

rm to 5 
DOWN” 
larm 

p. 

utton 
y 

key.  
m limit 
ghted. 

Step 

34 

35 

36 

37 

- 34 - 

Illuustration 
 

 
 

 

 

 

 

 

 

 

 



 

Parrt No.  715-008

D

Set %O
to

“UP/DO
Alarm

Set %O
to

“UP/DO
Alar

Press 
contro

low ala

Set %O
to 1%

value u

86, Rev. C 

Description

O2 High ala
o 85% usin
OWN” arrow
m should so

O2 High ala
o 100% usin
OWN” arrow
rm should s

“Set Low A
ol soft key. 
arm limit be
highlighted

O2 Low alar
 above disp

using “UP/D
arrow keys

n 

rm limit 
ng 
w keys.  
ound. 

rm limit 
ng 
w keys.  
stop. 

Alarm” 
 %O2 

ecomes 
. 

rm limit 
played 
DOWN” 
. 

Step 

38 

39 

40 

41 

- 35 - 

Illuustration 
 

 
 

 
 

 
 

 

 

 

 

 

 



 

Parrt No.  715-008

D

Set %O
bac

“UP/DO

Press
contro

Main s
b

Block
by k

smoo
Alarm
indic

BLOC

Unkin
and 

butto
then pu

po

86, Rev. C 

Description

O2 Low alar
ck to 18% u
OWN” arrow

s “BACK” b
ol key two t

screen shou
be displayed

k sample lin
kinking tubin
oth bore po
m should so
cating SAM

CKED and N
OFF. 

nk tubing.  
hold “ON/O

on for ~3 se
ush again t
ower to rese

n 

rm limit 
sing 
w keys. 

button 
times. 

uld now 
d. 

e flow 
ng at 
ortion.  
ound 

MPLE 
NITRIC 

Press 
OFF” 
econd 
to cycle 
et. 

Step 

42 

43 

44 

45 

46 

- 36 - 

Illuustration 
 

 
 

 
 
 

 
 

 
 

 
 

 

 

 

 



 

 
Part No.  715-0086, Rev. C - 37 - 

Description Step Illustration 

If AeroNOx 2.0 is not 
going to be used, 

perform the following: 
47 

 
1. Turn NO cylinder off. 
2. Allow oxygen to flow for 30 seconds, and then 

turn flowmeter to off. 
3. Remove Test Circuit from flowmeter and 

AeroNOx 2.0. 
4. Disconnect stainless steel delivery line from the 

back of AeroNOx 2.0. 
5. Press power key and turn AeroNOx 2.0 off. 
6. Disconnect Stainless steel delivery line from 

regulator. 
7. Remove regulator from NO cylinder. 
8. Properly stow all equipment for later use. 
 

If AeroNOx 2.0 is going 
to be used, perform the 

following: 
48 

 
1. Turn NO cylinder off. 
2. Allow oxygen to flow for 30 seconds, and then 

turn flowmeter to off. 
3. Disconnect Test Circuit from flowmeter and 

AeroNOx 2.0. 
4. Refer to Section 3. 
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3.7.1. Steps to Connect to an ICU Ventilator Circuit 
1. Perform pre-use checkout and alarm verification, Section 2. 

2. Attach NO Worries sample and delivery lines to AeroNOx 2.0 and 
ventilator circuit per Section 3. 

3. Connect test lung to ventilator wye. 

4. Set-up ventilator per hospital guidelines. 

5. Ventilate test lung. 

6. Inactivate Safety Shut Off System (Section 4., ALARMS). 

7. Turn on NO gas cylinder. 

8. Note approximate flow rate on ventilator 

9. Calculate approximate NO flowrate using the following formula: 

 

NO Flow LPM  
Vent Flow LPM NO Desired

Source NO in Tank
 

 

10. Once NO has stabilized and NO2 is at an acceptable level, adjust NO flow 
for desired NO ppm. 

11. Calculated NO flow should be compared with analyzed NO dose.  If there is 
>10% difference between the two, the cause must be determined and 
corrected immediately (Section 5., CALCULATIONS & 
TROUBLESHOOTING). 

12. Activate Safety Shut Off System (Section 4., ALARMS). 

13. Connect ventilator to patient according to institution protocol. 
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3.8.1. Steps to Connect to a Transport Ventilator Circuit 
1. Perform pre-use checkout and alarm verification, Section 2. 

2. Attach NO Worries sample and delivery lines to AeroNOx 2.0 and 
ventilator circuit per Section 3. 

3. Connect test lung to ventilator wye. 

4. Set-up ventilator per hospital guidelines. 

5. Ventilate test lung. 

6. Inactivate Safety Shut Off System (Section 4., ALARMS). 

7. Turn on NO gas cylinder. 

8. Take note of flowrate set on the ventilator. 

9. Calculate approximate NO flowrate using the following formula: 

 

NO Flow LPM  
Vent Flow LPM NO Desired

Source NO in Tank
 

 

10. Once NO has stabilized and NO2 is at an acceptable level, adjust NO flow 
for desired NO ppm. 

11. Calculated NO flow should be compared with analyzed NO dose.  If there is 
>10% difference between the two, the cause must be determined and 
corrected immediately, see Section 5., CALCULATIONS & 
TROUBLESHOOTING. 

12. Activate Safety Shut Off System (Section 4., ALARMS). 

13. Connect ventilator to patient according to institution protocol. 
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4. Use up/down arrows to adjust to the new level. 

5. Press alarm control key. 

6. Low alarm limit of parameter selected becomes highlighted. 

7. Use up/down arrows to adjust low alarm limit to the new level. 

8. Press back button key twice to enter main screen. 

 

The adjustment range for these alarm settings are shown in the table below. 

 

Alarm Adjustment Default Priority 
High NO (ppm) 1-99 30 Medium 
Low NO (ppm) 1-99 10 Low 

High NO2 (ppm) 0-9 01 High 
High O2 (%) 21-100 40 Medium 
Low O2 (%) 19-99 20 Medium 
Low O2 (%) 18 18 High 

Nitric Off Auto NO + 5 ppm above 
High NO alarm 
setting or 99 ppm 
whichever is lesser 
value. 

Medium 

Nitric Off Auto NO2 + 1 ppm above 
High NO2 alarm or 9 
ppm whichever is 
lesser value. 

High 

 

4.5. Safety Shut Off 

The AeroNOx 2.0 has an incorporated safety shut off system for NO gas.  The system 
is designed to avoid inadvertent high doses of NO being delivered to the patient.  The 
system is activated by either NO or NO2 analyzed levels.  First, if the NO concentration 
measured is 5 ppm above high set alarm value or 99 ppm whichever is the lesser value, 
NO delivery will cease.  Second, if the NO2 concentration measured is 1 ppm above that 
which has been set on the high NO2 alarm or 9 ppm whichever is the lesser value, NO 
delivery will cease.  The system will restore NO delivery if analyzed NO or NO2 values 
drop back below 5 ppm and 1 ppm alarm levels respectively.  The default of the safety 
shut off system is activated; no action is required to enable the safety system. 

If the safety shut off is activated, an alarm will occur with audible and visual alarms in 
addition to a “NITRIC OFF” message.  During this time the patient will not be receiving 
NO gas and it is recommended to manually ventilate using the backup NO delivery 
system outlined in Section 3. 

During AeroNOx 2.0 setup, it may be necessary to override the safety shut off system 
until monitored gases equilibrate and stabilize.  To override or deactivate the safety shut 
off, press and hold the Alarm Silence and Back keys simultaneously for 5 seconds.  The 
monitor screen will continuously flash “SAFETY OFF”.  “SAFETY ON” will automatically 
be restored after 5 minutes or press and hold the Alarm Silence and Back keys 
simultaneously for 5 seconds.  Additionally, if AeroNOx 2.0 is turned off and then back 
on “SAFETY ON” will be restored. 
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5. CALCULATIONS & TROUBLESHOOTING 

1. CALCULATIONS FOR NITRIC OXIDE DELIVERY 

Where to start? 

How to estimate initial NO flow 

What is the diluted FiO2? 

Estimating your FiO2 after dilution with NO gas 

How are we doing? 

Oxygen Index Calculation 

2. CYLINDER DURATION NOMOGRAMS 

How long will this tank last? 

3. AERONOX 2.0 TROUBLESHOOTING GUIDE 

When all else fails, read the manual... 

5.1. Calculations for Nitric Oxide Delivery 

5.1.1. Where to start? 
It is imperative that you determine what NO flow to set, and what the NO flow 
reading should be during NO administration for the desired dose. 

To determine the initial nitric oxide (NO) flow rate, given your NO source gas 
concentration, [NO], ventilator minute ventilation & desired NO dose, use the 
formula below. 

To determine NO flow for use with the AeroNOx 2.0 Bagger or other respiratory 
gas administration systems, substitute O2 flow for ventilator flow in the equation 
below. 

 

Initial NO Flow LPM  
Vent Flow LPM 𝐷𝑒𝑠𝑖𝑟𝑒𝑑 𝑁𝑂 𝑝𝑝𝑚

𝑆𝑜𝑢𝑟𝑐𝑒 𝑇𝑎𝑛𝑘 𝑁𝑂 𝑝𝑝𝑚
 

 

Example: 

Minute volume, or ventilator flow = 10 LPM. 
Nitric oxide source tank = 800 ppm 
You want to deliver 25 ppm to your patient. 

 

Initial NO Flow LPM  
10 LPM 25 ppm Desired NO

800 𝑝𝑝𝑚 𝑇𝑎𝑛𝑘 𝑁𝑂
 
250
800

 0.31 LPM 

 

Set 800 ppm NO source gas flow @ 0.31 LPM to get ~ 25 ppm NO diluted in 
10 LPM fresh gas flow. 
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The chart below was developed using the previous calculations.  You may use it 
as a starting point for setting your NO flow rate.  Please note that these are 
reference points only.  The actual dose delivered must be measured by the 
analysis portion of the AeroNOx 2.0. 

 
Minute Volume / Ventilator / Bagger Flow 

[NO] 5 10 15 20 
5 ppm 0.03 0.06 0.09 0.13 
10 ppm 0.06 0.13 0.19 0.25 
20 ppm 0.13 0.25 0.38 0.50 
40 ppm 0.25 0.50 0.75 1.00 
80 ppm 0.50 1.00 1.50 2.00 

NO Flow in LPM 
 

The following table represents the average NO2 value measured at a FiO2 of 1.0 
during testing with the ventilators listed in this manual.  Use it as a reference for 
what NO2 values you can expect when delivering the NO concentrations listed in 
the column on the left. 

 
Minute Volume / Ventilator Flow 

[NO] 5 10 15 20 
5 ppm 0.5 0.1 0.1 0.1 
10 ppm 0.5 0.2 0.2 0.1 
20 ppm 0.5 0.3 0.2 0.2 
40 ppm 0.8 0.6 0.4 0.4 
80 ppm 2.0 1.5 1.2 1.1 

NO2 in ppm 
 

The tables above are for reference only.  Factors such as the accuracy of the 
ventilator flow, percent error in delivery apparatus, and human error, may all affect 
the actual delivered patient dose.  The calculated NO flow should be compared 
with the analyzed NO dose to confirm accurate NO dosing.  Should the actual NO 
flow differ from the calculated NO flow by more than 10% beyond published 
specifications, the cause must be determined and corrected immediately.  If the 
cause cannot be immediately determined, ensure patient safety and contact 
International Biomedical at 1-512-873-0033 for further assistance. 

 
CAUTION! 

NO flow must be continually evaluated during nitric oxide 
administration to ensure accurate dosing! 
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5.1.2. What is the diluted FiO2? 
Estimating your FiO2 after dilution with NO gas, given your NO flow setting, and 
total ventilator gas flow 

 
Estimated FiO2  Initial FiO2 - NO Flow / Total Flow O2  Total NO Flow   100 

 

Example: 

 Initial FiO2 = 1.0 (100%) 
 NO flow = 0.31 LPM (800 ppm gas, bal Nitrogen) 
 Ventilator flow = 10 LPM 
 Total flow = 10.31 LPM 

 
Estimated FiO2  1 - 0.31 / 10.31 LPM   0.97 

Estimated % O2  1 - 0.31 / 10.31 LPM   100  97% 
 

 When delivering ~ 25 ppm NO (~ 0.31 LPM) in ~ 10 LPM of 100% 
oxygen, you can expect the % O2 to be diluted by ~ 3%. 

 In this case, the maximum FiO2 you can expect is ~ 0.97. 

5.1.3. How are we doing? 

Oxygen Index Calculation: 

 
Oxygen Index OI   Paw  FiO2  100 / PaO2, mmHg  

 

Interpretation:  Most centers interpret less than 15 as good. 

 Mean airway pressure in cmH2O = Paw 
 Fraction of inspired oxygen = FiO2 

 Arterial oxygen tension in mmHg = PaO2 

Example:  Pre nitric oxide Data 

 FiO2 = 1.0 (100%) 
 PaO2 = 65 mmHg 
 Paw (Mean Airway Pressure) = 15 cmH2O 

 
Oxygen Index OI   15  1  100 / 65  23 

 

Post nitric oxide Data 

 FiO2 = 0.55 (55%) 
 PaO2 = 75 mmHg 
 Paw = 12 mmHg 

 
Oxygen Index OI   12  0.55  100 / 75  8.8 

 

In this example, OI improved markedly (23 to 8.8) after inhaled nitric oxide 
administration. 
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7. MAINTENANCE 

7.1. User Maintenance Schedule 

 
Frequency Maintenance 

Daily Perform low range calibration. 
Start of each patient Perform pre-use check. 
Between each patient 1. Disinfect unit. 

2. Ensure unit is plugged into A/C power. 
3. Replace single use items used. 

Weekly Perform high range calibration 
Annually Preventive Maintenance 

 

7.2. Cleaning the AeroNOx 2.0 
a. Disconnect external power before cleaning. 

b. Apply cleaning solution to a cloth and wipe down outer surface and cable. 

c. Use only the following cleaning agents. 

d. Allow unit to dry thoroughly before use.  Immediate use after exposure to 
excessive cleaning agents such as Isopropyl Alcohol can affect sensor 
performance.  Take particular care around the sample inlet. 

 
Cleaning Agent Active Ingredients 

Soap/Water (Various) Phenols 
Phospholipid surfactant 

Cavicide or Cavi Wipes Diisobutylphenoxyethoxethyl dimethyl 
benzyl ammonium chloride 0.07% 
 
Isopropyl alcohol 17.2% 
 
Inert ingredients 82.5% 

Isopropyl Alcohol Up to 100% Isopropyl Alcohol 
Ethanol Up to 100% Ethanol 
Bacillol 30 or Bacillol 30 Wipes 
 
NOTE:  Only applicable to 

International/EU Markets. 

Ethanol 
Propan-2-ol 
Propan-1-ol 
n-alkyl-aminopropyl-glycine 
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7.3. Preventive Maintenance 

 
Schedule 

Description Section Maintenance Interval 
NO, NO2, and O2 sensor replacement Section 7. 1 Year 

Calibration of sample flow rate Service Manual 1 Year 

Calibration of NO delivery flow rate Service Manual 1 Year 

Battery replacement Section 7. 
1 Year (SLA) 

2 Years (LiFePO4) 

Inspection of Exterior N/A 1 Year 

Inspection of Power Input Connection N/A 1 Year 
 

All routine maintenance, repairs, and replacement of standard parts should be conducted 
according to procedures outlined in the Service Manual.  For all clinical or technical 
issues not addressed in the manual, please contact International Biomedical directly at: 

 
Call 1-512-873-0033 
FAX: 1- 512-873-9090 

 

CUSTOMER SERVICE 

Should you need clinical or technical information, please feel free to contact International 
Biomedical.  To help us to help you, please have the following information available: 

 A complete description of the problem / observation 
 Model # 
 Serial # 
 Your Institution address 
 Your fax # 

The above information is necessary to determine warranty status as well as to gather the 
information necessary for us to fill out a Return Merchandise Authorization (RMA) should 
you need to send anything back for repair.  Any equipment sent to International 
Biomedical without an RMA will not be accepted for delivery.  Do not ship any 
products to International Biomedical without first obtaining an RMA. 

7.4. Return Merchandise Authorization 

a. To return AeroNOx 2.0, contact customer service at International Biomedical. 

b. Pack device properly or contact customer service at International Biomedical for 
proper packaging. 

c. Disconnect battery. 

d. Pack AeroNOx 2.0 as requested by customer service along with any requested 
accessories. 

e. Put RMA number on outside of packaging and send to location specified by 
customer service. 
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7.8. Parts and Accessories 

 
Parts/Accessories IB Part 

Number 
Delivery Regulator with CGA 626 Fitting 731-9142 
INOstat Kit 731-9147 
Calibration Regulator with CGA 625 Fitting 731-9141 
NO Sensor, AeroNOx 2.0 (4-Pin) 700-0002 
NO2 Sensor, AeroNOx 2.0 (4-Pin) 700-0003 
Oxygen Sensor, AeroNOx 700-0600 
Seal Nipple (CGA 626), 5 Pack Delivery 731-9374 
AeroNOx 2.0 Calibration Circuit 738-1850 
AeroNOx 2.0 Test Circuit 738-1889 
AeroNOx 2.0 NO Supply Hose, 3’ 738-1861 
AeroNOx 2.0 NO Supply Hose, 6’ 738-1862 
Dual Input NO Kit, AeroNOx 2.0 738-1868 
Power Supply Assembly, 9 V, Locking, AeroNOx 2.0 293-0006 
Power Cord, Incubator, NEMA 1-15P to IEC60320 C7, 6’ (North America) 738-1916 
Power Cord, Incubator, C18 to C7, 18”, AeroNOx 2.0 738-1914 
Power Cord, Incubator, C18 to C7, 36”, AeroNOx 2.0 738-1913 
Power Cord, Incubator, C18 to C7, 52”, AeroNOx 2.0 738-1915 
Power Cord, CEE 7/16 to C7, 2m, AeroNOx 2.0 738-1963 
Back-Up Nitric Oxide Delivery Regulator 731-9143 
AeroNOx “NO Worries”™ Connector Sample Pack 731-9373 
Seal Nipple (CGA 625), 5 Pack Calibration 731-9375 
AeroNOx 2.0™ Calibration Kit 731-0274 
AeroNOx 2.0™ Sealed Lead Acid Battery (SLA) 888-0115* 
AeroNOx 2.0™ Lithium Iron Phosphate Battery (LiFePO4) 888-0013* 

*Replacement battery type must match battery being replaced. 
 

Single Use Disposables IB Part Number 

AeroNOx 2.0 Sample/Delivery Kit, Pack of 5 731-0276 

AeroNOx 2.0 TXP HFV Sample/Delivery Kit, Pack of 5 731-0277 

INOstat Baggers, 5 Pack 731-9919 

AeroNOx 2.0 Bagger, Pack of 5 731-0278 

 

7.9. Mounting Options 

Two means of mounting the AeroNOx 2.0 to other devices are provided.  Other than 
the accessories and external power supply specified in this manual, no other devices are 
intended to be mounted to the AeroNOx 2.0. 

7.9.1. Dovetail 
The dovetail mount is used for quick attachment to a compatible receptacle.  This 
mount does not have positive retention in all directions, so it is not acceptable for 
use during transport outside the hospital. 
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If the AeroNOx 2.0 is mounted to a cart or other device using the Dovetail 
mount, the user is responsible for ensuring the safety and stability of the system. 

7.9.2. VESA 75mm 

A commonly available VESA compliant M4  75 mm square pattern is provided on 
the back of the device for more robust or permanent installations.  The available 
pattern of M4 inserts is supported with a reinforced internal nut plate which is 
resistant to vibration and higher loads expected during transport.  There is a wide 
variety of mounts for televisions, monitors, and other electronics that are 
compatible.  The surface or device to which the AeroNOx 2.0 is attached should 
be analyzed to ensure sufficient strength for the expected environment.  Four M4 
screws with lock washers and at least five threads of engagement are 
recommended.  Exact length must be determined depending on the thickness of 
the mounting plate used. 

7.10. Disposal 

Disposable single-patient-use accessories and sensors should be discarded in 
accordance with institution procedures.  The device contains a lead acid or LiFePO4 
battery and must be recycled or returned to International Biomedical for proper disposal 
at end of life.  DO NOT discard in trash.  The remainder of the device may be disposed 
of per your hospital’s policy for non-hazardous materials. 
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8. WARRANTY 

Subject to the exceptions* and upon the conditions* stated below, International Biomedical 
warrants that the products sold under this sales order shall be free from defects in workmanship 
and materials for one year after delivery of the products to the original Buyer by International 
Biomedical, and if any such products should prove to be defective within such one year period 
International Biomedical agrees, at its option, (i) to correct by repair or at International 
Biomedical’s election, by replacement with equivalent product any such defective product, 
provided that investigation and factory inspection discloses that such defect developed under 
normal and proper use (ii) to refund the purchase price. 

The exceptions* and conditions* mentioned above are as follows:  

a) Exchange, and/or factory repaired components are warranted for ninety (90) days from 
ship date, from factory. 

b) Upgraded parts are warranted for 6 (six) months from ship date from factory. 

c) Electrochemical sensors are warranted for 6 (six) months from ship date to the original 
buyer. 

d) Components or accessories manufactured by International Biomedical, which by their 
nature are not intended to and will not function for one year, are warranted only to give 
reasonable service:  what constitutes reasonable shall be determined solely by 
International Biomedical.  A complete list of such components and accessories is 
maintained at the factory. 

e) International Biomedical makes no warranty with respect to components or accessories 
not manufactured by it in the event of defect in any such component or accessory.  
International Biomedical will give reasonable assistance to the Buyer in obtaining from 
the respective manufacturer whatever adjustment is authorized by the manufacturer’s 
own warranty. 

f) Any International Biomedical product claimed to be defective must, if required by 
International Biomedical, be returned to the factory, transportation charges prepaid, and 
will be returned to Buyer with transportation charges collect unless the product is found 
to be defective due to workmanship or materials, in which case International Biomedical 
will pay all transportation charges, subject to receipt of original shipping invoices.  The 
customer will be responsible for duty, taxes, border charges, or claims resulting from but 
not limited to the improper processing of customs documents.  Any damage incurred 
during transit from the Buyer to International Biomedical due to poor or insufficient 
packaging will be the responsibility of the Buyer. 

g) If the product is a disposable or the like, it is warranted only to conform to the quantity 
and content and for the period stated on the label at the time of delivery. 

h) International Biomedical may from time to time provide a special printed warranty with 
respect to a certain product, and where applicable, such warranty shall be deemed 
incorporated herein by reference. 

i) International Biomedical shall be released from all obligations under all warranties, either 
expressed or implied, if any product covered hereby is repaired or modified by persons 
other than its own authorized service personnel unless such repair by others is made 
with the written consent of International Biomedical. 
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IT IS EXPRESSLY AGREED THAT THE ABOVE WARRANTY SHALL BE IN LIEU OF ALL 
WARRANTIES OF FITNESS AND OF THE WARRANTY OF MERCHANTABILITY AND THAT 
INTERNATIONAL BIOMEDICAL SHALL HAVE NO LIABILITY FOR SPECIAL OR 
CONSEQUENTIAL DAMAGES OF ANY KIND OR FORM ANY CAUSE WHATSOEVER 
ARISING OUT OF THE MANUFACTURE, USE, INABILITY TO USE, SALE, HANDLING, 
REPAIR, MAINTENANCE, OR REPLACEMENT OF ANY OF THE PRODUCTS SOLD UNDER 
THIS SALES ORDER. 

Representations and warranties made by any person, including dealers and representatives of 
International Biomedical, which are inconsistent or in conflict with the terms of this warranty, 
shall not be binding upon International Biomedical unless reduced to writing and approved by 
an expressly authorized officer of International Biomedical. 

 
 

International Biomedical 
8206 Cross Park Drive 
Austin, Texas 78754 

USA 
 

 
Telephone: 1-512-873-0033 

FAX: 1-512-873-9090 
E-Mail: sales@int-bio.com 

Website: int-bio.com 
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9. PRODUCT SPECIFICATIONS 

9.1. Ventilator Compatibility 

The AeroNOx 2.0 has been validated with the following ventilators: 

Conventional: 

1. Bio-Med Devices MVP-10 (CMV/IMV Mode) 
2. Bio-Med Devices CV2i+ (CMV/IMV Mode) 
3. Accutronic Fabian/TV-1 Evolution (IPPV Mode) 
4. HAMILTON-T1 (PCV Mode) 
5. Bio-Med Devices TV-100 (IPPV Mode) 

High Frequency: 

1. Percussionaire TXP-2D (frequencies between 5 Hz (300 bpm) and 8.3 Hz (500 bpm) 
and amplitude less than 30 cmH2O with mean airway pressures of 8-18 cmH2O) 

9.2. Measurement Range and Accuracy 
 

Parameter Measurement 
Range 

Meter 
Resolution  

Sensor 
Accuracy 

Device1 
Accuracy 

NO 0-99 ppm 1 ppm  1 ppm  2 ppm 
NO2 0-9 ppm 0.1 ppm  0.1 ppm  2 ppm 
O2 18-100%  1% O2  2% O2  3% O2 
NO/N2 Flow 0-2 L/min 0.01 L/min  0.045 L/min  0.1 L/min 

 

9.3. Backup Delivery Regulator 
 

Parameter Specification 
Inlet Pressure 500-2250 psi 
Outlet Flowrate 0.25 L/Min Fixed flow of NO/N2 

Cylinder Valve Connection CGA 626 
 

9.4. INOstat Bagger 
 

Parameter Specification 
O2 Gas Flow 10 L/Min 
NO Gas Flow 0.25 L/Min 
Delivered NO 20 ppm 
NO2 Generated 0.2 ppm Maximum 

20 ppm NO Delivered 
Reservoir Volume 0.5 L 
Bagger Dimensions Approximately 30 cm length 
Tidal Volume 500 ml Max Tidal Volume 
Breath Rate Maximum 100 bpm at PIP 18 cmH2O 

PEEP 5 cmH2O. 
Maximum 50 bpm at PIP 40 cmH2O PEEP 
5 cmH2O 

I:E Ratio Variable 

                                            
1 Device accuracy is affected by the ventilator that is attached. 
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9.5. AeroNOx 2.0 Delivery Regulator 
 

Parameter Specification 
Inlet Pressure 500-2250 psi 
Outlet Pressure 45-75 psi 
Cylinder Valve Connection CGA 626 

 

9.6. AeroNOx 2.0 Physical Specifications 
 

Parameter Specification 
Weight (device + protective cover only) 4.4 kg 

W  D  H 33 cm  14 cm  25 cm 
Precision Metering Valve ~12 turns to fully open 
Service Life 8 years with preventative maintenance 
Gas Supply Recommend NO @ 800ppm Balance N2 

Alarm Sound Pressure Level 
High Alarm -  56dB Max @ 1m 
Medium Alarm -  54dB Max @ 1m 

 

9.7. AeroNOx 2.0 Environmental Specifications 
 

 Operating Transport/Storage Transient 
Temperature 0 C to 39 C -40 C to 5 C 

5 to 35 C up to 90% RH 
35 C to 70 C vapor 
pressure up to 50hPa 

-20 C to 50 C 

Humidity 15-90% RH  
non-condensing 

See above 15-90% RH  
non-condensing 

Ambient Pressure 62-120 kPa 62-120 kPa Not rated 
Altitude 3657 m (12,000 ft.) 3657 m (12,000 ft.) Not rated 
Ingress Protection 

AeroNOx 2.0 
Power Supply 

 
IP332 
IP223 

 
IP332 
IP223 

 
Not rated 
Not rated 

  

                                            
2 (Falling liquid spray 60 from vertical for 5 min and 2.5 mm object protection) 
3 (Dripping water at 15 from vertical for 2.5 min, and 12.5 mm object protection) 



 

 
Part No.  715-0086, Rev. C - 87 - 

9.8. AeroNOx 2.0 Electrical Specifications 
 

Parameter Specification 
Medical Rated A/C Supply Meanwell GSM40B09-P2S 
Input Fuse 2A Self-resetting 
Classification Class II, 2  MOPP 
AeroNOx 2.0 Input Voltage 80 – 264 VAC, 47/63 Hz 
Battery 
 
NOTE:  Batteries are not interchangeable.  

Contact International Biomedical 
Customer Service. 

Sealed lead acid, 6 V, 4.5 Ah battery 
provides standalone power for 5 hours. 
IB P/N 888-0115. 1 year life. 
LiFePO4 6.4 V, 4.5 Ah battery provides 
standalone power for 5 hours. 
IB P/N 888-0013. > 2 year life. 

Standards 1. 60601-1 (General Requirements for 
basic safety and essential 
performance) 

2. 60601-1-2  (Electromagnetic 
Compatibility) 

3. 60601-1-8 (Alarms) 
4. 60601-1-12 (EMS Environment) 

 

9.9. Sensor Specifications 

 
 NO NO2 O2 Flow 
Max Overload 1500 ppm 200 ppm N/A N/A 
Linearity Linear Linear < 3% error N/A 
Response Time 
(T90) 

< 10 s < 50 s  13 s 10 ms 

Effect of Temp on 
Accuracy N/A N/A N/A 

Compensated 
0 to 50 C 

For further sensor details visit the datasheets in Section 10., APPENDIX. 

 

9.10. EMC Compliance 

The AeroNOx 2.0 has been tested and found to comply with limits for electromagnetic 
interference and susceptibility as defined by IEC60601-1-2.  However, this equipment 
may radiate radio frequency (RF) energy and may cause harmful interference to other 
devices.  The AeroNOx 2.0 is intended for use in an electromagnetic environment in 
which radiated RF disturbances are controlled.  The customer or the user of the 
AeroNOx 2.0 can help prevent electromagnetic interference by operating the device in 
the environments and with the minimum separation distances specified below.  
Additionally, periodic maintenance as specified by International Biomedical will allow the 
device to continue to provide basic safety and essential performance. 
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GUIDANCE AND MANUFACTURER’S DECLARATION - EMISSIONS 

 

The AeroNOx 2.0 is intended for use in the electromagnetic environment specified below.  The 
customer or user of the AeroNOx 2.0 should ensure that it is used in such an environment. 

EMISSIONS TEST COMPLIANCE 
ELECTROMAGNETIC ENVIRONMENT - 

GUIDANCE 

RF Emissions CISPR 11 Group 1 

The AeroNOx 2.0 does not use RF energy for its 
internal function.  Therefore, its RF emissions are 
very low and are not likely to cause any 
interference in nearby electronic equipment. 

Conducted Emissions 
CISPR 11 

Class B The AeroNOx 2.0 is suitable for use in all 
establishments, including domestic, and those 
directly connected to the public low-voltage power 
supply network that supplies buildings used for 
domestic purposes. 

Harmonics IEC 61000-3-
2 

Class A 

Flicker IEC 61000-3-3 Complies 

RTCA/DO-160F Section 
21 

Category M 
Maximum level of conducted RF interface-Power 
line 

RTCA/DO-160F Section 
21 

Category M Maximum level of radiated RF interface 

 

GUIDANCE AND MANUFACTURER’S DECLARATION - IMMUNITY 

 

The AeroNOx 2.0 is intended for use in the electromagnetic environment specified below.  
The customer or user of the AeroNOx 2.0 should ensure that it is used in such an 
environment. 

IMMUNITY 
TEST 

IEC 60601 
TEST LEVEL 

COMPLIANCE 
LEVEL 

ELECTROMAGNETIC 
ENVIRONMENT - 

GUIDANCE 

ESD 
IEC 61000-4-2 

 8 kV Contact 
 2/4/8/15 kV Air 

 8 kV Contact 
 2/4/8/15 kV Air 

Floors should be wood, 
concrete, or ceramic tile.  If 
floors are synthetic, the r/h 
should be at least 30%. 

Surge 
IEC 61000-4-5 

 0.5/1 kV Differential 
 0.5/1/2 kV Common 

 0.5/1 kV Differential 
 0.5/1/2 kV Common 

Mains power quality 
should be that of a typical 
commercial or hospital 
environment. 

Power 
Frequency 
50/60 Hz 
Magnetic Field 
IEC 61000-4-8 

30 A/m 30 A/m 

Power Frequency 
magnetic fields should be 
that of a typical 
commercial or hospital 
environment. 
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GUIDANCE AND MANUFACTURER’S DECLARATION - IMMUNITY 

 

The AeroNOx 2.0 is intended for use in the electromagnetic environment specified below.  The 
customer or user of the AeroNOx 2.0 should ensure that it is used in such an environment. 

IMMUNITY TEST 
IEC 60601 

TEST LEVEL 
COMPLIANCE 

LEVEL 

ELECTROMAGNETIC 
ENVIRONMENT - 

GUIDANCE 
 
 
 
 
 
 
Conducted RF 
IEC 61000-4-6 
 
 
 
 
 
 
 
 
 
 
Radiated RF 
IEC 61000-4-3 

 
 
 
 
 
 

3 Vrms 
150 kHz to 80 MHz 

(AC/DC) 
 

6 Vrms  
(in ISM Bands 

between 150kHz 
and 80MHz) 

 
 
 
 

10 V/m 
80 MHz to 2.7 GHz 

 
 
 
 
 
 

3 Vrms 
150 kHz to 80 MHz 

(AC/DC) 
 

6 Vrms  
(in ISM Bands 

between 150kHz 
and 80MHz) 

 
 
 
 

10 V/m 
80 MHz to 2.7 GHz  

 
 
 

(V1) Vrms 
 
 

(E1) V/m 
 

Portable and mobile 
communications equipment 
should be separated from the 
AeroNOx 2.0 by no less 
than the distances 
calculated/listed below: 
 

D= 𝟑.𝟓

𝑽𝟏
√𝐏 

 
 

D= 
𝟑.𝟓

𝑬𝟏
√𝐏 

80 to 800 MHz 
 

D= 
𝟕

𝑬𝟏
√𝐏 

800 MHz to 2.7 GHz 
 
Where P is the max power in 
watts and D is the 
recommended separation 
distance in meters. 
 
Field strengths from fixed 
transmitters, as determined 
by an electromagnetic site 
survey, should be less than 
the compliance levels (V1 and 
E1). 
 
Interference may occur in the 
vicinity of equipment 
containing a transmitter. 

 
Proximity fields 
from RF Wireless 
Communication 
Equipment 
IEC61000-4-3 

 
See  

IEC60601-1-2:2014 
8.10 

 
See  

IEC60601-1-2:2014 
8.10 

This equipment should be 
placed no closer than 30cm 
from the nearest RF Wireless 
communication device. 
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9.11. Essential Performance 

 
COMPONENT REQUIREMENT 

O2 Alarm Limits 
If the concentration is above or below the 
alarm limits, the condition must be detected 
and the operator informed through an alarm. 

Power Supply 

When the external Power supply falls outside 
of the limits for normal operation, the 
AeroNOx 2.0 will switch to internal power.  
The operator will be informed of the power 
state. 

Alarm 

Alarm annunciation is critical to the device 
safety.  Alarms are generated both audibly 
and visually.  The alarm annunciator and 
display are critical elements of the device. 
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10.4. Competency Based Performance Check-off Tool 

Introduction 

In order to ensure patient safety, safe operation of clinical equipment is a necessity.  
Each employer is encouraged to have documented proof of employee competency in the 
operation of clinical equipment.  For this purpose, International Biomedical has made 
available this competency based performance check-off.  This clinical check-off is based 
on criterion-referenced performance.  Employee performance is measured against pre-
established standards of behavior.  These behaviors are called critical elements.  Critical 
elements are single, discrete, observable behaviors that are mandatory for meeting the 
standards of acceptability.  Since competency in equipment operations is required, all 
critical elements must be performed as specified in order to pass.  100% accuracy is 
recommended for completion of the clinical performance check-off.  Employees are 
strongly encouraged to review the Operating manual for the AeroNOx 2.0 Nitric Oxide 
Titration & Monitoring System in order to familiarize themselves with the equipment 
functions, and to practice performing these functions independently as per the 
competency based check-off prior to the actual check-off by a clinician.  During the 
actual check-off, the clinician is to merely observe the employee perform the required 
functions as per the check-off without offering assistance.  As each function is 
performed, and if the criterion for performing the specified critical element is met, the 
clinician can tick off that item in the “criterion met” column.  It may be necessary to 
provide teaching sessions or supervised practice sessions to staff prior to the clinical 
competency based check-off. 

The following two competency based check-off tools are designed for: 

1)  Routine (Weekly) AeroNOx 2.0 Calibration 

2)  AeroNOx 2.0 bedside or portable NO titration & analysis with a portable ventilator. 
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AeroNOx 2.0 
1) Routine (Weekly) AeroNOx 2.0 Calibration 
 

COMPETENCY BASED PERFORMANCE CHECK-OFF #1 of 2 
Employee Name: 
Date of Check-Off: 
Supervised by: 
 

LOW CALIBRATE O2, NO, & NO2 SENSORS Check 
1. Turn Power on and hold BACK button to enter calibration.    
2. Disconnect Sample Line if present and allow device to sample room air for 1-2 minutes.  
3. Enter zero calibration mode by pressing ZERO CAL button.  Press and hold the Hold to Zero button 

until the timer completes and DONE appears. 
 

4. Verify that %O2 = 21%, NO=0, and NO2=0  
5. Exit Zero Cal by pressing BACK button  

HIGH CALIBRATE NO SENSOR  
6. Connect tube end of calibration circuit to calibrated NO source. (Use only IB P/N 738-1850)  
7. Connect the quick disconnect end of calibration circuit to the sample inlet of the AeroNOx 2.0.  
8. Run NO through the cal. circuit @ approximately 0.5 LPM.  
9. Allow the NO reading to stabilize for 2 - 4 minutes.    
10. Enter high calibration mode by pressing HIGH CAL button.  
11. Select NO by pressing the corresponding button.  
12. Press UP/DOWN buttons until display matches corresponding NO bottle calibration (e.g., 80 ppm)  
13. Exit NO by hitting BACK button  

HIGH CALIBRATE NO2 SENSOR  
14. Connect tube end of calibration circuit to calibrated NO2 source.  
15. Run NO2 through the cal. circuit @ approximately 0.5 LPM.  
16. Allow the NO2 reading to stabilize for 2 - 4 minutes.    
17. Select NO2 by pressing the corresponding button.  
18. Press UP/DOWN buttons until display matches corresponding NO2 bottle calibration (e.g., 8.9 ppm)  
19. Exit NO2 by hitting BACK button  

HIGH CALIBRATE O2 SENSOR  
20. Connect tube end of calibration circuit to wall 100% O2 source.  
21. Run wall O2 through the cal. circuit @ approximately 0.5 LPM.  
22. Allow the O2 reading to stabilize for 2 - 4 minutes.    
23. Select O2 by pressing the corresponding button.  
24. Press UP/DOWN buttons until display reads 100% O2.  
25. Exit O2 by hitting BACK button  

PURGE SENSORS  
26. Disconnect the calibration circuit and allow room air to be sampled into the AeroNOx 2.0 until the 

NO and NO2 displays return to zero and the Oxygen sensor reads 21%.  This will flush out any 
calibration gas remaining in the AeroNOx 2.0 sampling circuit after calibration.  This step will help 
ensure the longevity of the AeroNOx 2.0 sensors. 

 

READY TO GO  
The AeroNOx 2.0 is calibrated and ready for use. Done 

 
 
NAME:  , employee #   has successfully 
completed the AeroNOx 2.0 Calibration competency. 
 
Date:    Signature:   
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2) AeroNOx 2.0 Set-Up 
 

COMPETENCY BASED PERFORMANCE CHECK-OFF #2 of 2 
Employee Name: 
Date of Check-Off: 
Supervised by: 
 
CRITICAL ELEMENTS Check 
1. Completed Calibration check off  
2. AeroNOx 2.0 SET-UP: TRANSPORT or BEDSIDE 

Attach regulators to 800 ppm NO tanks 
 

3. SOURCE GAS: 
Attach high pressure quick connect from regulator(s) to AeroNOx 2.0. 

 

4. DELIVERY: 
Attach delivery tubing from kit (P/N 738-1853) from AeroNOx 2.0 to pt. circuit at least 30 - 40 cm 
upstream from the sampling site. 

 

5. SAMPLING: 
Attach sample line from kit (P/N 738-1853) from AeroNOx 2.0 to inspiratory limb / bagger near 
patient connection. 

 

6. Double check [NO] of the cylinder & record  =   ppm  
7. Double check NO tank pressure  =   psig  
8. Calculate initial NO flow to achieve the desired [NO] (see Section 5.). 
9. Ventilator flow / gas flow = LPM 
10. Tank [NO] =   ppm 
11. Desired [NO] =   ppm 
12. Calculated Initial NO flow =   LPM 

 

13. Calculate maximal FiO2 (see Section 5.). 
Maximum FiO2 =   

 

14. Perform flush procedure. 
15. Set NO flow @ the initial flow rate you calculated (# 12). 
16. After readings stabilize, record the following from the AeroNOx 2.0 

 Record [NO]   ppm 
 Record [NO2]   ppm 
 Record % O2   

 

17. Calculate the cylinder NO duration in hours & minutes (see Section 5.). 
 

This  L tank of NO gas @   psig 
will last   Hrs.   Min @   LPM. 

 

 
 
NAME:  , employee #   has successfully 
completed the AeroNOx 2.0 Set-Up competency. 
 
Date:    Signature:   
 



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /CMYK
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments true
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile ()
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<

    /BGR <>
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000410064006f006200650020005000440046002065876863900275284e8e9ad88d2891cf76845370524d53705237300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef69069752865bc9ad854c18cea76845370524d5370523786557406300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /CZE <>
    /DAN <>
    /DEU <>
    /ESP <>
    /ETI <>
    /FRA <>
    /GRE <>

    /HRV (Za stvaranje Adobe PDF dokumenata najpogodnijih za visokokvalitetni ispis prije tiskanja koristite ove postavke.  Stvoreni PDF dokumenti mogu se otvoriti Acrobat i Adobe Reader 5.0 i kasnijim verzijama.)
    /HUN <>
    /ITA <>
    /JPN <FEFF9ad854c18cea306a30d730ea30d730ec30b951fa529b7528002000410064006f0062006500200050004400460020658766f8306e4f5c6210306b4f7f75283057307e305930023053306e8a2d5b9a30674f5c62103055308c305f0020005000440046002030d530a130a430eb306f3001004100630072006f0062006100740020304a30883073002000410064006f00620065002000520065006100640065007200200035002e003000204ee5964d3067958b304f30533068304c3067304d307e305930023053306e8a2d5b9a306b306f30d530a930f330c8306e57cb30818fbc307f304c5fc59808306730593002>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020ace0d488c9c80020c2dcd5d80020c778c1c4c5d00020ac00c7a50020c801d569d55c002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /LTH <>
    /LVI <>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken die zijn geoptimaliseerd voor prepress-afdrukken van hoge kwaliteit. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /POL <>
    /PTB <>
    /RUM <>
    /RUS <>
    /SKY <>
    /SLV <>
    /SUO <>
    /SVE <>
    /TUR <>
    /UKR <>
    /ENU (Use these settings to create Adobe PDF documents best suited for high-quality prepress printing.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /ConvertToCMYK
      /DestinationProfileName ()
      /DestinationProfileSelector /DocumentCMYK
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure false
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles false
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /DocumentCMYK
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /UseDocumentProfile
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [612.000 792.000]
>> setpagedevice




